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Abstract
At July 25, 2020, WHO had recorded more than 16.1 million confirmed COVID-19 cases, 1% of them developed critical ill-
ness. These patients can experience rapid progression to profound hypoxemia and severe acute respiratory distress syndrome 
(ARDS). Some patients, despite receiving lung-protective ventilation and maximal medical therapy, develop refractory 
hypoxemia, rendering candidates for extracorporeal membrane oxygenation (ECMO) support. Centers with experience in 
this technique are available only in a few reference hospitals and some patients are too ill to be transferred with conven-
tional mechanical ventilation so they need mobile ECMO (interhospital transport under ECMO). Here we report the first 
interhospital extracorporeal membrane oxygenation transport of a COVID-19 patient in Chile, showing that it is feasible 
and safe to transfer a COVID-19 patient under ECMO support if a mobile ECMO program is correctly implemented and the 
particularities of protective measures are properly taken.
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Introduction

On December 2019, an outbreak of unexplained pneumonia 
occurred in Wuhan, China. On January 7, 2020, the causa-
tive pathogen was identified as a novel coronavirus, cur-
rently named SARS-CoV-2 [1]. The illness caused by this 
virus—COVID-19—spread swiftly around the globe, and 
on March 11, 2020, The World Health Organization (WHO) 
declared COVID-19 as a pandemic [2].

In most patients, the illness produce mild to moderate 
symptoms but approximately 15% progress to severe pneu-
monia, about 1% of patients experience progression that 
can quickly progress to profound hypoxemia and/or ARDS 
[3]. As of June 25, 2020, more than 16.1 million cases of 
COVID-19 have been confirmed, with 645,752 deaths. Cur-
rently, there are no specific approved treatment, nor a vac-
cine is available, and supportive care remains the corner-
stone of management.

ECMO is currently a widely accepted support measure for 
selected patients with life-threatening respiratory failure that 
does not respond to maximal support care with mechanical 
ventilation [4]. However, few centers have this technology 
available and some patients are too ill to be transferred under 
conventional transport (mechanical ventilation) to a facility 
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that can provide it, meaning that they must be transferred on 
ECMO support to specialized centers [5].

Safety of healthcare workers is an important aspect of 
COVID-19 management. Up to 10% of the reported cases 
in China and 9% of those in Italy [6] have been among them. 
Coronaviruses are believed to be transmitted from person to 
person via large respiratory droplets, either being inhaled 
or deposited on mucosal surfaces. Other routes implicated 
in transmission of coronaviruses include contact with con-
taminated fomites and inhalation of aerosols produced dur-
ing aerosol-generating procedures (AGPs). SARS-CoV-2 
viral RNA has also been detected on rare occasions in blood 
specimens but there is no evidence of transmission through 
contact with blood [7], for AGPs healthcare workers should 
use airborne‐level personal protective equipment (PPE) [7].

Here, we report the first interhospital extracorporeal 
membrane oxygenation transport of a COVID-19 patient in 
Chile.

Case report

51-year-old woman, with a history of hypothyroidism and 
mild asymptomatic asthma. Thirteen days prior to devel-
oping COVID-19 symptoms she arrived healthy from 
Dominican Republic, back to Punta Arenas, Chile. On 
March 29, 2020 she was admitted to the Regional Hospital 
after 2 days of progressive cough and malaise, associated 
with resting dyspnea. In the emergency department she had 
sinus tachycardia (heart rate (HR) 120 bpm), blood pressure 
155/83 mmHg and polypnea [respiratory rate (RR) 40 bpm], 
50%  O2 pulse oximetry on room air, with poor respiratory 
mechanics. Consequently, rapid sequence intubation was 
performed. Laboratory results showed 6.69 × 109/L white 
blood cells, 1.17 × 109/L lymphocyte, aspartate aminotrans-
ferase 19 U/L, alanine aminotransferase 12 U/L, lactate 
dehydrogenase 206 U/L; blood urea nitrogen 3.3 mmol/L, 
creatine kinase 76  mmol/L; procalcitonin 0.11  ng/mL, 
C-reactive protein 54.86 mg/L; blood gas analysis (ABGs): 
pH: 7.41,  pO2 91  mmHg,  pCO2 39  mmHg, fraction of 
inspired oxygen  (FIO2) 70%. Throat swabs of patients were 
harvested and tested positive for SARS-CoV-2 nucleic acid 
by the fluorescence quantitative RT-PCR. PCR respiratory 
panel (FilmArray®), blood and deep airways cultures were 
negative for others infectious agents.

Chest CT scan showed severe bilateral alveolar condensa-
tion with isolated foci of normal parenchyma (Fig. 1). She 
was managed with on deep sedation (RASS-5), neuromuscu-
lar blockade, and recruitment maneuver; hemodynamics was 
maintained with low dose norepinephrine. Ventilator settings 
were adjusted to volume-controlled ventilation 6 mL/Kg 
ideal body weight, RR 28, positive end-expiratory pressure 
(PEEP) 16 cm  H2O,  FiO2 70%, peak inspiratory pressure 

37 cm  H2O, plateau pressure 27 cm  H2O, driving pressure 
11 cm  H2O. Static compliance was of 32 cm  H2O. Control 
ABGs showed pH 7.2  pO2 100.8 mmHg  (PaO2/FIO2 ratio 
144),  pCO2 63 mmHg. As per protocole, oseltamivir, ceftri-
axone, azithromycin and hydroxicloroquine were empirically 
started. In the next hours  PaO2/FIO2 ratio deteriorated to 
108 mmHg, without improvement after recruitment maneu-
vers nor the implementation of prone position. Guided per 
Chilean ARDS’s recommendations, transfer to an ECMO 
unit was requested. Due to patient condition and given dis-
tance from the nearest hospital with mobile ECMO capacity 
(3019 km), she was deemed to need airborne mobile ECMO.

Mobile ECMO team at Clínica Las Condes was deployed, 
which is composed of a cardiac surgeon, an anesthetist, a 
perfusionist and an ICU nurse. Since cardiac echoscopy 
showed no significant left ventricular disfunction, veno-
venous ECMO was installed. Cannulation was guided by 
ultrasonography extraction from right femoral vein (29 Fr) 
and return to patient through right jugular vein (19 Fr). 
Sweep gas flow 2 LPM; 3200 RPM, 3.4 ECMO flow, titrat-
ing parameters until 92% patient saturation. Rotaflow® 
centrifugal pump and PLS-i oxygenators (Maquet Cardio-
pulmonary Hirrlingen®, Germany) were used. No complica-
tions where reported during cannulation. Ventilatory settings 
where modified to pressure control 5 cm  H2O, PEEP 5 cm 
 H2O, RR 5 bpm, once leaving the hospital, the patient was 
left in inspiratory apnea at 8 cm  H2O, and endotracheal tube 
was clamped to reduce the aerosolization risk. During all 
these maneuvers the whole team members used PPE accord-
ing to air transmission; well-fitted N95 respirators, eye 
protection with visor or goggles, gloves, and long-sleeved 
impermeable protective gown.

Fig. 1  CT Scan at cannulation time: shows a representative CT slice 
of the lung obtained 2  cm above the diaphragm dome. Mechanical 
ventilator setup: volume controlled ventilation 6  mL/Kg ideal body 
weight, Respiratory Rate 28, PEEP 16  cm  H2O,  FiO2 70%, peak 
inspiratory pressure 37 cm  H2O, plateau pressure 27 cm  H2O
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Airborne transfer lasted 4.5 h. During the flight, the 
patient remained on deep sedation (RASS-5), neuromuscular 
blockade, and with her endotracheal tube clamped in apnea. 
Hemodynamics parameters, pump flow rate and sweep gas 
flow are shown in Table 1. No complication occurred dur-
ing the flight (Fig. 2). To minimize the aerolization risk of 
SARS-CoV-2 through the gas-exit port of the membrane 
lung we kept a strict control for the detection of plasma leak-
age signs in the exhaust port of the oxygenator [8]. Whole 
team members used air-borne transmission adequate PPE. 
According to the Chilean Ministry of Health’s guidelines for 
the transportation of COVID-19 patient, the crew (pilot and 
copilot) used droplets and contact sufficient PPE, embarked 
and disembarked at different time than healthcare personnel 
and patient; cabin was isolated from the rest of the aircraft 
and HEPA filters were used in ventilation circuits. After 
arrival, the cabin was disinfected with isopropyl alcohol and 
the rest of the aircraft with quaternary ammonium, and dis-
infection of the room-air was carried out by the filter using 
an ozone generating device.

On arrival at the referral center (Clínica Las Condes, 
Santiago, Chile), endotracheal tube clamp was removed, 
and mechanical ventilation was set to pressure control, 
support pressure 10 cm  H2O, RR 10 bpm, PEEP 10 cm 
 H2O,  FIO2 30%. ABGs showed pH 7.38  pO2 92.8 mmHg, 
 pCO2 32 mmHg. Physical examination suggested deep vein 
thrombosis of right inferior limb, which was confirmed with 
echography, patient was transferred to the operating room, 
where vascular access was reconfigured to left axillar vein 
drainage, no significant recirculation nor other complication 
occurred. Parameters where readjusted to 4 l pm RPM 3700 
and FGF 3 lpm until ABGs normalized.

Prone position ventilation for 48  h and ultrafiltra-
tion through the circuit to reach negative water balance 
were implemented. Native lung function progressively 
improved and decannulation was undertaken on day 6th 

after cannulation. An inferior vena cava filter was installed 
given the high thrombotic load. Ten days of treatment with 
hydroxychloroquine were completed, azithromycin was 
stopped after 4 days due to QT prolongation.

On day 14th after admission, methicillin sensitive 
Staphylococcus aureus pneumonia was confirmed, cefa-
zolin was started, and a second round of prone position-
ing was needed (48 h). Considering prolonged invasive 
mechanical ventilation, tracheostomy was performed on 
day 24 after admission, with appropriate air- transmis-
sion PPE, without incidents. Given adequate clinical and 
laboratory response, neuromuscular blockade and deep 
sedation where progressively retired. A multimodal reha-
bilitation process was implemented, with a good response. 
Tracheostomy was removed, and the patient was dis-
charged to home in a good general condition.

Table 1  Clinical, ECMO 
and mechanical ventilator 
parameters at different times of 
the transport process

1—Before air transport, 2—at 2 different times during the air transport, and 3—at the arrival to the desti-
nation ECMO center

Pre-departure (1) 1 h flight (2) 3 h flight (2) Arrival (3)

HR (bpm) 110 95 90 96
SaO2 (%) 90 96 91 92
BP (mmHg) 99/50 101/56 109/58 120/65
ECMO flow (lt/min) 3.4 3.9 4.1 4.0
Sweep gas (lt/min) 2 4 4 4
PEEP (cm  H2O) 5 – – 10
RR (rpm) 5 – – 10
Inspiratory pressure (cm  H2O) 5 – – 10

Fig. 2  ECMO air transport: Airborne transfer lasted 4.5 h (3019 km 
distance). During the flight, the patient remained with her endotra-
cheal tube clamped. All the team members, used air-borne transmis-
sion adequate PPE
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Discussion

Here we report the first documented interhospital ECMO 
transport of a COVID-19 patient showing that it is feasible 
and safe if a mobile ECMO program is correctly imple-
mented and the particularities of protective measures are 
properly taken.

ECMO was studied for ARDS treatment in patients with 
Middle East Respiratory Syndrome Coronavirus (MERS-
CoV), a similar coronavirus disease that emerged in 2012, 
showing a significant decrease of in-hospital mortality in 
patients supported by ECMO compared to those managed 
with conventional therapy [9]. At this time there is little 
worldwide reported experience regarding ECMO support 
on COVID-19 patients [10–12], although the WHO’s guid-
ance document includes a statement to “consider referral 
patients with refractory hypoxemia despite lung-protective 
ventilation in settings with access to expertise in ECMO 
[13]. Considering that, if ECMO expertise is available, it 
should be considered into ARDS managing algorithms, 
including ARDS secondary to viral pneumonia.

The Extracorporeal Life Support Organization (ELSO) 
reports at July 25, 2020, 1972 confirmed COVID-19 cases 
have been supported with ECMO, and 55% of discharged 
patients are alive (753 out 1365). As treatment for severe 
respiratory failure with ECMO requires specialized knowl-
edge and training, the number of patients annually sup-
ported with ECMO is positively associated with the sur-
vival rate [5]. It is also known that hospitalization at a 
center, where health care professionals are well-trained on 
respiratory care results in improved outcomes [14]. There-
fore, it is recommended that those patients who meet the 
criteria to be connected to ECMO should be transferred to 
centers with high experience in this technique [12].

However, few centers have this technology available 
in situ and some patients are too ill to be transferred under 
conventional transport (mechanical ventilation) to a facil-
ity that can provide it, meaning that they must be trans-
ferred on ECMO support to specialized centers [5].

On March 3 2020, the first COVID-19 case was reported 
in Chile and as on July 25 the Ministry of Health has 
reported 343,592 COVID-19 confirmed cases nationwide, 
1% of them are considered serious or critical, and by the 
time of this publication, 80 patients have been supported 
with ECMO.

Chile is an  upper middle income country with a popu-
lation of 19.4 million people. Fifteen clinical centers can 
provide ECMO support distributed in only 6 cities; there-
fore, patients from remote regions requiring advanced sup-
port with ECMO, need to be transferred to these centers. In 
Chile, there is a central coordination system that analyzes 
requests for ECMO support from all hospitals in the country. 

When the need for ECMO is confirmed, each patient is 
referred to one of the 29 available beds in ECMO centers 
throughout the country [15]. Currently only one center in 
Chile transport ECMO patients on a regular basis, although 
they have been done sporadically by others. In 2018, 160 
ECMO supports were made in the Chile, and 25 required 
ECMO mobile (Chile National ECMO survey 2018, unpub-
lished data). Figure 3 shows map providing information on 
the location of ECMO centers in the country.

Fig. 3  Location of the 15 ECMO centers in Chile. Chile is located 
in southwest region of South America; its population is 17.9 million 
people in over 4.270 km from north to south and 756.945 km2 includ-
ing the island territory. Fifteen clinical centers have the ability to pro-
vide ECMO support distributed in only 6 cities [10 in Santiago (black 
star), and 1 in Concepción, Talcahuano, Viña del Mar, Antofagasta 
and Temuco (blue dots)]. The arrow shows the distance traveled in 
mobile ECMO with the patient
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Here we report the first interhospital ECMO transport of a 
COVID-19 patient in our country and, to our knowledge, the 
first case described. The patient was too ill to undergo con-
ventional transport, so had to be moved under ECMO sup-
port to Santiago. Patient was cannulated by ECMO mobile 
team at the referral center in Punta Arenas and successfully 
transferred to Clínica las Condes, in Santiago by airplane 
without any complication during transport.

An important aspect to pay attention in patients with 
COVID-19 is the safety of health care workers. In this 
case, all team members used personal protective equipment 
according to the procedure with generation of aerosols and 
the crew members used PPE to droplets and contact trans-
mission. To minimize risk of air circuit disconnection and 
aerosolization during flight we decided to clamp endotra-
cheal tube. Other ECMO teams use a strong tape to secure 
the connection between endotracheal tube and mechanical 
ventilator, but we prefer endotracheal tube clamping to avoid 
the risk of endotracheal tube displacement/damage at time 
of taping remove minimizing the risk of tube replacement 
need in a COVID19 patient.

All heath workers in Clínica las Condes had receive 
previous training in the use of PPE and the air transport 
company (AeroTac) has also established protocols for the 
transportation of COVID-19 patient. After 21 days, none of 
the members participating in the cannulation procedure nor 
in the transport was infected with SARS-Cov-2.

The experience of the rescue team can also be an impor-
tant factor in the final outcomes. Clínica las Condes began 
the mobile ECMO program in March 2007 and until now, 
more than 120 patients have been transported to specialized 
centers. Although there is still little evidence regarding the 
utility of ECMO in ARDS by COVID-19, the utility in other 
pathologies that occur with severe ARDS has been demon-
strated; waiting to gain more knowledge about this disease, 
patients undergoing ECMO should be managed in experi-
enced centers. The transfer of these patients by experienced 
and consolidated ECMO transport teams, in addition to pro-
tocols of infection prevention and control measures could 
significantly influence the outcome of both the patient’s 
disease and the safety of the health workers.
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